Microbiologic evaluation of poly-HEMA root canal filling material.
This study was designed to determine whether poly-HEMA root canal filling material can support bacterial growth. Eight different microorganisms were tested against the polymerized material, as well as against the powder and paste components of the unpolymerized material. The results establish that this root canal filling material does not support bacterial growth.